
            Powering  up and down MiniBooNE  LASER && 
MuonTracker

                                   LASER 

Powering Down:

It is Important to Follow the steps in this order:

1. At the PC:

• Type  stop at the prompt.
• Close the Telnet window.

2. Turn  OFF the laser power unit(PDL 800B):

•  Turn key to STBY position (flashing LED will stop)
• Turn OFF power unit: Switch is on the back (Green light OFF)
• Turn OFF the Control Box unit: this is the box under the power 

unit PDL 800B (steady LED should be OFF).
• Note: remote enabler switch stays ON all the time.

3.  Back to the PC:

• Click “Start”.
• Click “Shutdown”.
 



Powering UP:

• Turn the Control Box switch ON. (Steady LED must be ON).
• Power up the PC.
• At the LILO prompt type “dos” so that the computer is booted 

into Windows mode.

• Note: The computer automatically boots into Linux after 5sec. If 
this happens, reboot and try again.

• Double click on the Telnet icon.
• Click on connect.
• Click on 1.10.1.1.2

• At the login prompt type:LaserForMiniBooNE.
• Turn ON the laser power unit PDL 800B. (Switch is on the 

back). Green LED should come up.

• Turn key into ON position. (red light should start flashing).

The laser is ready to fire. Before firing however, make sure it will 
be pulsing at low frequency. 
So:
• type “period= 300”
• type “run”. 

At this point, the laser should be up and pulsing at a frequency of 
3.33Hz.
 
• type “show” to make sure it is running as expected.

 
 



                                MuonTracker 

POWERING DOWN:

Unlock rack 12 back door (with the silver key attached to the 
detector key chain) in order to access the MuonTracker computer 
system. 
 
Note: this computer is case sensitive  

 type “OFF”, followed by the enter key.
At the front of the rack, turn HV1440 switch OFF.
The MuonTracker is now disable. 

POWERING UP:

Turn HV1440 switch ON.
Push the ON/OFF button just above the HV1440 switch.  
 
At the computer:
Type “M1”, followed by the enter key.
Type “ON” followed by the enter key.
Type “ST” to display the status of the HV 
If successful, the computer will display HV on.
The MuonTracker should be set and running.

If you have any questions please contact Serge Ouedraogo
at : (225) 241­7632  Cell
     (630) 840­3433 Office
     email: sergoue@fnal.gov


